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Highly collimated betatron radiation from a laser wakefield accelerator is a promising tool for
spectroscopic measurements. Therefore there is a requirement to create spectrometers suited to
the unique properties of such a source. We demonstrate a spectrometer which achieves an energy
resolution of <5 eV at 9 keV (E/∆E > 1800) and is angularly resolving the x-ray emission allowing
the reference and spectrum to be recorded at the same time. The single photon analysis is used
to significantly reduce the background noise. Theoretical performance of various configurations
of the spectrometer is calculated by a ray-tracing algorithm. The properties and performance of
the spectrometer including the angular and spectral resolution are demonstrated experimentally on
absorption above the K-edge of a Cu foil backlit by laser-produced betatron radiation x-ray beam.
PACS numbers: 07.85.Nc, 78.70.Dm, 61.10.Ht, 41.75.Jv, 52.38.Ph
I. INTRODUCTION
Betatron radiation generated by a Laser Wake Field
Accelerator (LWFA) [1, 2] is an x-ray source produc-
ing broadband radiation with synchrotron-like spectrum
coming in ultrashort (< 30 fs duration) and highly colli-
mated beams (≈ 10-20 mrad). Its unique qualities make
it an ideal probe for active time resolved diagnostics of
ultrafast processes in mid-Z elements [3]. It could be used
for x-ray absorption spectroscopy, most likely for obser-
vation of absorption lines to infer the ionization degree
and temperature, or for the x-ray absorption near-edge
spectroscopy (XANES) measurement to investigate the
electronic density of states and therefore ionic correla-
tion and structure of the matter [4]. However, the gen-
erally low flux of the beam produced using lasers with
moderate power makes it very challenging for detection.
Thus a highly efficient spectrometer is necessary for such
applications.
XANES is a diagnostic method investigating the x-
ray absorption just above the K-edge, i.e. capturing of
x-rays in the process of photo-ionization of the 1s elec-
trons. These electrons are ejected into the free (contin-
uum) state with low residual energy and they undergo
scattering by surrounding ions. Therefore, the absorp-
tion cross-section reflects the ionic structure of the matter
[4]. Time resolved studies of K-edge in laser shocked Al
with a 10 ps long backlighter have been used to determine
the Warm Dense Matter (WDM) temperature [5]. The
electronic structure during the creation of warm dense
molybdenum was studied via the XANES spectroscopy
and compared to theoretical calculations [6]. XANES of
Fe can be used to investigate hydrodynamic conditions
∗ michal.smid@eli-beams.eu
during shock compression [7]. The first use of laser-driven
betatron radiation beam as a backlighter for absorption
studies did not provide sufficient number of detected pho-
tons [8]. This was caused mainly by a significant loss of
photons during their refocusing and lower efficiency of
the spectrometer compared to this work.
In this article we present a design for a crystal spec-
trometer optimized for highly efficient detection of this
kind of radiation. This spectrometer employs a mo-
saic Highly Oriented Pyrolitic Graphite (HOPG) crys-
tal which guarantees extremely high reflectivity com-
pared to more often used monocrystals. Though these
crystals usually produce lower resolution spectrum, we
have achieved a sufficient resolution for most diagnostic
purposes mainly due to longer crystal to detector dis-
tance and by minimizing geometrical effects. A defo-
cused regime of the von Hamos setup is proposed that
provides angular resolution to resolve a probe and a ref-
erence beam spectrum at the same time.
FIG. 1. Schematic of the spectrometer setup. The red
and green lines denote x-rays going through the absorption
target with two different energies. Both energies of x-rays
propagating next to the target are marked in blue color and
constitute the reference beam.
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2A spectrometer design for LWFA betatron radiation
has two significant requirements: high efficiency and suit-
ability for highly collimated beams. Mosaic crystals are
often used for high collection efficiency setups, however
they are usually placed close to the source to cover large
solid angles. This close proximity to source negatively
affects the spectral resolution and signal to background
noise ratio. The collimation of the betatron beam allows
the relatively small crystal to be placed further away from
the source while maintaining overall collection efficiency
and low geometric aberrations, common in larger focus-
ing crystals.
The mosaic crystals are composed of a set of small
crystallites whose surface is slightly inclined from the
crystal surface. The crystals are characterized by their
mosaic spread, which is the FWHM (full width at half
maximum) of the angular distribution of the crystallites.
The rocking curve and topography of large (5 × 10 cm)
thin mosaic crystal in a similar configuration has pre-
viously been studied in detail, and these crystals were
used for x-ray Thomson scattering measurements [9–11].
This kind of measurement is characterized by the need
of high energy resolution and by the use of low intensity
divergent sources. The spectral resolution was limited by
focal aberrations due to the large collection angles. The
HOPG crystal based spectrometers have also been used
to obtain the angular resolution with divergent sources
[12].
The spectral resolution reported in previous works
with this type of crystal is usually not so great [10, 13].
Resolution of 8 eV FWHM was reported on similar crys-
tal at 7.5 keV [14]. By increasing the crystal to detector
distance [13] and exploiting the low Bragg angle in this
configuration it was possible to significantly improve the
spectral resolution compared to previous work.
In the current article the performance of the spec-
trometer is predicted for various configurations by the
ray-tracing simulations. The most suitable configura-
tion was experimentally demonstrated and evaluated by
measuring absorption spectra using a betatron radiation
source. The range of the measured spectra extends up
till ≈ 150 eV above the edge, therefore it contains both
the XANES and EXAFS regions [4]. The experimen-
tal measurement of the spectral Point Spread Function
(PSF) is shown. The spectral resolution and penetration
depth of the radiation into the crystal is inferred from
this measurement.
II. SPECTROMETER DESIGN
This section describes the principles and parameters
of the spectrometer. It shows its basic properties like
angular resolution and response function and it presents
the ray-tracing simulations and discusses the theoretical
performance of the spectrometer.
A. Crystal
The crystal used was commercially available from the
Optigraph company [15]. The mosaicity grade was ZYB
with mosaic spread m = 0.8◦. The size was 20× 20 mm
and its surface was cylindrically bent. The radius of the
curvature was obtained by measuring the position of the
focus of a divergent laser radiation reflected by the crys-
tal as r = 108±5 mm. The uncertainty is so high because
the focus is several millimeters large due to the irregular-
ities of the crystal surface which are common in HOPG
crystals. The nominal radius given by the manufacturer
is 115 mm.
B. Geometry
The presented spectrometer is based on the well known
von Hamos geometry [16], as illustrated in Fig. 1. The
cylindrically curved crystal defines the axis of the cylin-
der. If the focused setup is used, both source and detector
are located on this axis in opposite directions from the
crystal. The radiation coming from the source is focused
to the detector in one direction, forming a line with dis-
persion along its length. The dispersion is governed by
various Bragg angles of reflection of different x-ray ener-
gies. However, due to the use of mosaic crystal, several
significant differences to the scheme arise.
In a von Hamos scheme with a monocrystal, there is
no focusing of the radiation along the dispersion direc-
tion, while in the perpendicular direction, both source
and detector have to be placed on the center of the crys-
tal curvature to obtain spatial focusing. When the mosaic
crystal is used, the effect of mosaic focusing [13] focuses
the radiation in the spectral direction like in the Row-
land circle scheme. This means that the crystal works
in a similar way as if it was toroidally bent with a large
radius of curvature in the dispersion plane. On the other
hand, the mosaicity includes randomness in the reflection
angle. Therefore the focusing in the spatial direction is
not perfect.
We can define the ratio rm for mosaic crystal spectrom-
eters which shows the relative importance of the mosaic-
ity effects:
rm =
m
∆θ
≈ ml
lc sin(θ0)
(1)
In this formula, m is the mosaic spread of the crystal,
∆θ is the maximal difference between angle of incidence
of incoming radiation on various places on the crystal, l
is the source to crystal distance, θ0 is the central angle
of incidence, and lc is the crystal length.
If this ratio is high enough (rm  1) the mosaicity
effects dominate over the variation of angle of incidence
over the crystal surface. This has two important conse-
quences. First, the whole surface of the crystal reflects
basically the same energies of radiation. This means that
3a ray with given energy can be reflected at any position
within the crystal surface. However, the mosaic focus-
ing guarantees that the photon is reflected to an angle
based on its energy, therefore impinging the detector at
position given by the dispersion relation. Second, the
spectral range is governed by the mosaicity, not by the
variation of the incidence angle on the crystal (size of the
crystal).
It is important to note that ∆θ is minimum of beam
divergence and crystal solid angle. Therefore the ra-
tio can never be small enough and the spectral range is
usually governed by the mosaicity for highly collimated
sources like LWFA betatron beam. In the current setup,
m = 0.8◦, l = 700 mm, lc = 20 mm and θ0 = 11.88◦
therefore ∆θ ≈ 0.34◦ and the ratio was rm = 2.4.
C. Angular resolution
If both the source and the detector would be located on
the axis of the cylindrical crystal, any radiation coming
from a point source could be reflected to a thin spectrum
on the detector. Any radiation emerging from a source
positioned slightly off the axis would be reflected to a
shifted position, giving rise to the typical spatial resolu-
tion. Since for the betatron backlit measurements we are
interested in resolving different rays going from the same
point-like source this type of resolution is not useful. On
the contrary, angular resolution is needed because it is
resolving the x-rays passing through the sample from the
reference part of the beam, see Fig. 2. The angular res-
olution with this type of spectrometer can be achieved
when both the source and detector are located off the
crystal axis, as illustrated in Figs. 1 and 2. The image
of a point source is defocused and each position on the
detector corresponds to a different emission angle from
the source.
Mosaicity has a negative effect on this resolution. In
the focused setup with a perfect monocrystal the width
of the signal would correspond to the source size. The
random orientation of the crystallites blurs this signal
and increases its size to several millimeters, see the hor-
izontal spread (green) in Fig. 3. This effect significantly
degrades the angular resolution, but it is beneficial since
it improves the dynamic range for single photon counting
techniques as is discussed in greater detail in Sec.III A.
D. Ray-tracing
A new Monte Carlo ray-tracing code with the mosaic-
ity effects included has been developed to model the prop-
erties of the spectrometer. The code is similar to the one
developed by Zastrau et al. [10], though the handling
of radiation penetration through the crystal is different,
as described below. This code generates a set of x-rays
with random initial directions, lets them interact with the
crystal and tracks their intersection with the defined de-
FIG. 2. Demonstration of the angular resolution. All rays
(initially in blue color) are coming from a point source, half of
them propagates through the absorption target (they become
drawn with red color). Those rays hit the right side of the
detector.
tector plane. The interaction with the crystal is defined
by two important functions defining the properties of the
crystal: penetration depth distribution of the photons and
the mosaic spread function, i.e. the angular distribution
of the crystallites. The code selects the depth where each
ray is reflected based on the penetration depth distribu-
tion. This behavior simulates that the photon has to
travel some unknown distance through the crystal un-
til it finds the crystallite with appropriate orientation to
be reflected. This distribution follows the exponential
decay e−µx to mimic the absorption of x-rays in the mat-
ter. The absorption length 1/µ is generally not known.
It is smaller compared to absorption in common graphite
forms due to the structure of the crystal [13] and it has
to be inferred from experiments.
In the second step, the code randomly selects the ori-
entation of the crystallite following the mosaic spread
function and in a way that it fulfills the Bragg condi-
tion, which defines the angle between the crystallite and
the ray. Finally, the angle of the reflected ray is calcu-
lated and the intersection with detector is found. From a
typical set of usually 105 photons, the synthetic detected
image is formed and analyzed to provide the spectrome-
ter characteristics described in the following section.
E. Theoretical performance
The main aim of the ray-tracing simulations is to pre-
dict the performance of the spectrometer and thus to
help with finding an optimal setup for given experimen-
tal requirements. The feasibility of the spectrometer for
various x-ray energies was studied. Since the setup with
Cu at 9 keV was found as suitable, the performance of
crystal with various radii was investigated on this energy.
As the energy and crystal radius was chosen, the effect
of the distance l is studied. There are five performance
parameters tracked by the ray-tracing simulations:
• Spectral resolution [eV] : the FWHM of the spec-
4tral point spread function (the simulation uses
monochromatic signal).
• Energy range [eV] : the interval between the most
and less energetic rays reflected by the crystal.
Note that the efficiency is significantly dropping
close to the edges of the range, thus the usable
range is approximately half of this value.
• Angular resolution [mrad] : horizontal FWHM of a
perfectly collimated beam.
• Horizontal spread [mm] : the FWHM of the signal
trace of a divergent beam in the direction of the
angular resolution (perpendicular to the spectral
one).
• Efficiency [%] : Ratio of rays reflected by the crys-
tal compared to all rays in a monoenergetic beam
collimated to 20 mrad.
Figure 3 a) shows the variation of these parameters
when the spectrometer is setup for different x-ray ener-
gies. The crystal dimensions are 2 × 2 cm, thickness 2
mm and radius of curvature is set to r = 115 mm in the
simulations. In general, HOPG crystals are suitable for
range 2 − 11 keV, however the setups with energies be-
low 4 keV are considered unfeasible due to the increasing
Bragg angle. The energy range is significantly dropping
with decreasing energy, being only 180 eV at 4 keV. From
Bragg law it can be derived that the variation of energy
for fixed variation of Bragg angle is close to Erange ∝ E2.
The efficiency of the spectrometer is slightly decreasing
with energy because the crystal is located further from
the source making the effective solid angle smaller. The
energy resolution is getting worse with increasing energy.
The energy smearing by the effect of penetration depth is
the dominant one. This effect gets stronger with increas-
ing x-ray energy due to higher penetration depth, there-
fore the resolution gets worse with energy (Fig. 3 a,b).
On the other hand, the influence of this effect decreases
with increasing crystal to detector distance, therefore the
spectral resolution improves with distance (Fig. 3 c,d,e).
The simulations in Fig. 3 a) and c) were calculated in
the focused geometry therefore the angular resolution is
not present. Fig. 3 b) and d) show the configurations in
the defocused regime. This was achieved by increasing
both the source to crystal and crystal to detector distance
by 25%. The angular resolution of approximately 10−30
mrad is obtained, the horizontal spread of the signal is
more than doubled compared to its focused value and the
spectral resolution get slightly better due to the increased
distances.
Figures 3 c) and d) show setups for E = 9 keV and vari-
able crystal radii for the focused and defocused regimes
respectively. The source to crystal distance is increas-
ing linearly with the crystal radius (L = r/ sin(θ)) which
improves the energy resolution (∆E ∝ 1/L ∝ 1/r), in-
creases the horizontal spread (hw = 2 sin(m)r), and de-
creases the efficiency.
FIG. 3. Ray-tracing predicted performance of the spectrom-
eter for various x-ray energies (a,b), crystal radii (c,d), and
source–crystal distances (e). Calculated either for the focused
setup (a,c) or defocused by 25%.
5The performance of the setup for 9 keV radiation,
r = 115 mm, and various source to crystal distances is
shown in Fig. 3 e). The geometry becomes focused when
both source and detector are located on the axis of the
crystals cylinder, which happens at l = 560 mm. The
regime defocused by 25% in distance has l = 700 mm.
The angular resolution is improving with increasing dis-
tance from the focus. There is no angular resolution close
the focused position. The focus is clearly seen as the min-
imum of the horizontal spread. The value of this mini-
mum is given by the mosaicity of the crystal. The fact
that the horizontal spread significantly increases for large
distances to more than 10 mm is usually considered to
be undesirable. However, this can reduce the flux on the
detector to such values that the single photon counting
method can be used, see Sec. III A. Similarly as in Fig. 3
a) – d), the efficiency is decreasing with distance due to
smaller observation angle while the resolution improves.
This better spectral and angular resolutions make the
long distance setups more favorable, which is also benefi-
cial in the experiment since longer distance significantly
lowers background on the detector caused by the interac-
tion of the accelerated electrons with surrounding mate-
rial. The upper constraint for the distance is then given
by the size of the detector which was 27 mm in our case.
However, the limited size of the experimental chambers
make these setups very challenging and may limit their
use.
F. Response function measurement on Cu Kα
The response function of the spectrometer was tested
on a Cu Kα source. The x-ray source was a microfocus
tube producing the Cu Kα doublet at E = 8027 and
8047 eV. It was running at power 4 W and produced
a source size of 20 µm. The Kα1 is narrow enough to
be used as a quasimonochromatic source to evaluate the
spectral resolution.
Figure 4 shows the experimentally measured Kα pro-
file (red) alongside results of the ray-tracing simula-
tions. The blue line denotes a result when the pene-
tration depth is neglected, i.e. all rays are expected to
reflect from the crystal surface. The solid black line cor-
responds to a situation when the penetration depth 1/µ
was set to 695 µm to make the best fit with the experi-
mental data. The dashed line presents the point spread
function (PSF) of the spectrometer, i.e. the image of
a monochromatic source, when this value is used in the
ray-tracing. The assymetric shape of this PSF reflects
the penetration depth broadening [17]. The peak of the
curve consists of the rays reflected from the surface of
the crystal. The deeper the rays are reflected, the more
they are shifted to the higher energy part of the PSF due
to their extended trajectory in the crystal. This explains
the sharpness of the left boundary and the exponential
decay towards the right. The FWHM of this curve is 5.9
eV.
This penetration depth 1/µ = 695 µm is a fixed pa-
rameter of the crystal and photon energy and can be used
for the ray-tracing simulations. Knowledge of the PSF is
crucial for evaluation of the data. The predicted spectra
should be convolved with this PSF prior to comparison
with the measured data. Since this PSF is strongly asym-
metrical the convolution with a Gaussian or Lorentzian
function usually used for this purpose would not lead to
a satisfactory agreement.
FIG. 4. Measured spectrum of Cu Kα compared with results
of ray-tracing. The dashed line shows the calculated PSF of
the spectrometer (drawn with horizontal offset)
G. Efficiency
The efficiency calculated by the ray-tracing code is de-
fined as a ratio of photons hitting the detector to the
total number of photons at the central energy within the
20 mrad divergent cone. This efficiency is determined to
be 30% for the setup used in the experiment described
further below (photon energy 9 keV, crystal radius of
curvature 115 mm and source to crystal length 700 mm).
The code expects that all photons which hit the crystal
with suitable angle are reflected from it, therefore this
number has to be multiplied by the crystal peak reflec-
tivity which is 52% [18]. The quantum efficiency of the
CCD used in current experiment was 14% and the total
transmission of used filters was 75%. The total efficiency
is obtained by multiplying all these coefficients as 1.6%.
This number relates the number of detected photons with
certain energy to all photons with given energy produced
by the x-ray source, assuming it has 20 mrad divergence.
III. EXPERIMENTAL RESULTS
The spectrometer was tested at the Lund Laser Centre
using a multi terawatt laser operating at a central wave-
length of 800 nm. The laser system produces 37 fs long
pulses of up to 800 mJ after compression. The shape of
the focal spot was optimized using deformable mirror to
6FIG. 5. A schematic of the experiment. The laser is focused
to the gas target where the electron and x-ray beams are
generated. The electron beam is deflected by the magnet
to the scintillator. The x-ray beam propagates through the
investigated absorption target is diffracted by the crystal and
detected by the CCD.
a size of ≈ 14 µm FWHM. The experimental setup is il-
lustrated in figure 5. The laser pulse was focused onto an
entrance of a 6 mm long 99% He and 1% N2 mixture gas
cell with a 775 mm focal length off-axis parabola. The
electron density in the gas cell is 1× 1019 cm−3. During
the interaction the laser drove a nonlinear plasma wave.
The electric fields inside this wave accelerated electrons
to ≈ 200 MeV and the oscillatory movement of these
electrons produced the betatron radiation which was col-
limated to ≈ 20 mrad and had a source size ≈ 10 µm.
The critical energy of the x-ray spectrum was estimated
as 2 keV by analysis of the transmission through Ross
filters [19].
A permanent magnet was placed after the gas cell to
deflect the electrons to protect the crystal as well as to
be used as electron spectrometer. The HOPG crystal
was placed further down the x-ray beam to reflect the
x-rays onto a direct detection Princeton Instruments PI-
MTE CCD with chip size 27 × 27 mm and pixel size
13.5 µm. The absorption target was placed 3 cm behind
the gas cell (before the magnet) in order to minimize
the probed region. The spectrometer was set up for the
Bragg angle θ = 11.88 ± 0.07◦ corresponding to the Cu
K-edge at 8980 eV. The source to crystal distance was
set to l = 697 ± 3 mm which is about 125% of the the
distance for focused geometry. The crystal was located
on a motorized rotational stage in order to achieve high
precision alignment.
Following sections draw three important conclusions
about the spectrometer: the possibility of noise removal
via single photon counting, the usability of angular reso-
lution, and the evaluation of spectral resolution.
A. Single photon counting analysis
The large horizontal spread of the signal on the detec-
tor and the relatively low photon flux allowed to use the
single photon counting regime [20]. The signal of typi-
cally 33000 photons per shot on the CCD was stretched
over ≈ 2 cm2 which corresponds to ≈ million pixels.
FIG. 6. Raw single shot data from the CCD with several
selected regions (a) and x-ray spectra for those regions based
on single photon counting (b). The shift of peak around 9 keV
shows the dispersion of the spectrometer. Signal below 5 keV
comes from experimental background.
Therefore there were about 1 photon per 30 pixels which
is low enough resolve single events. Higher fluxes might
cause too many event overlapping making the data anal-
ysis more complicated.
There are ten regions marked in a single shot raw data
in figure 6 a). Regions 1 – 8 correspond to part of the
spectrum with various x-ray energies while regions 9 and
10 are areas without signal, having only background noise
and scattered radiation. Figure 6 b) shows the broad-
band spectrum for each region obtained by the single
photon counting analysis. All regions with data show
a dominant peak around 9 keV. The dispersion of the
spectrometer is clearly seen in the decrease of this peak
energy with increasing index of the region. Regions 9
and 10 show almost no x-rays at this energy, while the
low energy signal (below the threshold of 0.5 keV) and
a broad peak around 2 keV is present almost homoge-
neously throughout the whole image. This signal is at-
tributed to tertiary radiation produced by scattered elec-
trons interacting with the vacuum chamber walls and sur-
rounding material.
This analysis has three advantages:
1. The raw measurement of the energy of the signal
can help during the alignment procedure.
2. The identification of the spectrum of background
radiation can help to understand its origin and
guide experimental shielding improvements.
3. Allows an effective background removal.
Figure 7 demonstrates the effect of this background re-
moval technique. Figure 7 a) shows the raw data digitally
accumulated over 315 shots. The inset presents a detail
of a single shot image. The algorithm finds those events
with energy around 9 keV (shown with red circles) and
notes down their positions. The lists of all those positions
for all shots in the series are merged and a synthetic data
image is constructed from them as a 2D histogram of the
7impact positions. This is shown in Fig. 7 b), where the
same data are plotted for comparison in units of photons
per pixel. The background which is quite strong espe-
cially in the bottom part of the figure has been effectively
removed.
FIG. 7. Raw data from CCD summed over 315 shots (a),
the inset shows a single shot image where the 9 keV impacts
are highlighted by red circles. (b) image of the same data
reconstructed by the single photon counting procedure.
B. Angular resolution
The angular resolution of the spectrometer is demon-
strated in Fig. 7. The energy dispersion direction is verti-
cal on the image and the instrument resolves angularly in
the horizontal direction. Half of the beam corresponding
to the right part of the figure was propagating through
a 3 µm thick Cu foil while the signal on the left was
not obstructed and therefore can be used as a reference
beam. The Cu K-edge can be clearly seen as a sharp hor-
izontal line in the right part of the image. The uneven
shape of the detected signal is caused by the irregulari-
ties of the crystal surface. The perfect straightness of the
absorption edge however confirms that the effect of mo-
saicity focusing makes the spectral resolution insensitive
to those irregularities.
FIG. 8. Horizontal lineouts of the detected signal showing
the angular resolution.
For a quantitative analysis of the angular resolution,
two series of shots were taken when either one or the
other half of the beam was fully blocked. The horizontal
lineouts of the signals integrated over the whole spectral
range are presented in figure 8. The FWHM of the total
signal is 9.2 mm and the difference between the peaks
is 3.9 mm. The dashed line presents the output of the
ray-tracing algorithm which qualitatively agrees with the
experiment. The overall width of the signal is however
different. The same width of the signal was obtained
when the crystal was illuminated by visible light, showing
that this effect is caused by the imprecise surface of the
crystal.
C. Spectral resolution
The experimentally observed absorption spectrum of
3 µm thick Cu foil backlit with laser-produced betatron
radiation can be seen in Fig. 9. 225 laser shots were accu-
mulated, each shot was saved in single CCD datafile and
separately processed. The obtained positions of single
photon events were gathered and used to plot the profile.
The precise energy calibration is done by using the Cu
K-edge.
The reference spectrum of polycrystalline Cu [21, 22]
is plotted as a thin gray line. It has been convolved with
the ray-tracing modeled PSF (see Fig. 4) horizontally
stretched to various FWHM. Results for 4, 5.5 and 7 eV
FWHM are shown. The spectrum convolved with 5.5
eV wide PSF was selected as the best fit especially due
to the agreement of the absorption feature at 9000 eV.
Therefore, the FWHM resolution of the spectrometer is
estimated to be ≈ 5.5 eV.
The PSF has strongly asymmetrical non-Gaussian
shape with relatively sharp peak. The effective resolu-
tion can therefore be better for most applications, like
observation of narrow features or estimation of spectral
line positions. Another definition states that resolution is
a wavelength of a sinusoidal signal which is transmitted
through the system with 10% amplitude [23]. Numerical
analysis of the PSF have shown that the spectral resolu-
tion is 4.8 eV when this definition is applied to the 5.5
eV FWHM resolution.
IV. CONCLUSIONS
We have designed and tested a novel HOPG spectrom-
eter in von Hamos geometry optimized for effective use of
low flux highly collimated beams. We have measured the
XANES spectra of 3 µm thick Cu foil backlit by a beta-
tron radiation from a LWFA driven by 800 mJ laser and
the spectral peaks showing the crystallite structure of the
material were resolved. Ray-tracing calculations show
that 1.6% of photons generated by the source in 20 mrad
cone are detected. This allowed 33000 photons on the de-
tector in the range 8.6 – 9.2 keV in each shot. Accumula-
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FIG. 9. Measured XANES spectra of 3 µm thick Cu foil
compared to a reference spectrum and to the convolution of
this reference with PSF with given FWHM.
tion of ≈ 200 shots was sufficient to obtain enough pho-
tons to detect the narrow, low intensity XANES peaks.
A separate experiment using a Cu Kα source confirmed
the strongly asymmetrical PSF of the spectrometer as
was predicted by the ray-tracing code. By comparing the
measured spectra to reference data [21, 22] the spectral
resolution we are able to infer was 4.8 eV at the wave-
length of Cu K-edge (9 keV). We have demonstrated the
angular resolution of the spectrometer which can be used
to acquire both reference and data spectra at the same
time, allowing accurate measurements of transmission.
The developed ray-tracing code predicts the parameters
of the spectrometer in various configurations and explains
their behavior. This can help with adjustment of the
setup for different experiments.
This spectrometer will be used in future x-ray absorp-
tion spectroscopy experiments on WDM targets backlit
by LWFA produced betatron radiation. It is expected
that a single shot spectrum could be obtained if the ac-
celeration would be driven by ≈ 10 J laser system.
V. ACKNOWLEDGMENT
The authors would like to thank to prof. David Riley
from the Queen’s University Belfast for lending the crys-
tal and to the staff of Rigaku Innovative Technologies
Europe s.r.o. for the calibration x-ray source. The re-
search leading to these results has received funding from
LASERLAB-EUROPE (grant agreement no. 654148,
European Union’s Horizon 2020 research and innova-
tion programme), proposal no. LLC002259 and was sup-
ported by the project ELI - Extreme Light Infrastructure
– phase 2 (CZ.02.1.01/0.0/0.0/15 008/0000162 ) from
European Regional Development Fund. This project has
received funding from the European Research Council
(ERC) under the European Union’s Horizon 2020 re-
search and innovation programme (grant agreement no.
682399). We acknowledge the support of the Swedish Re-
search Council, the Crafoord Foundation and the Knut
and Alice Wallenberg Foundation.
[1] A. Rousse, K. T. Phuoc, R. Shah, A. Pukhov, E. Lefeb-
vre, V. Malka, S. Kiselev, F. Burgy, J.-P. Rousseau,
D. Umstadter, and D. Hulin, Phys. Rev. Lett. 93, 135005
(2004).
[2] S. Kneip, C. McGuffey, J. Martins, C. Bellei, and ....,
Nature Physics 6, 980 (2010).
[3] F. Albert, A. G. R. Thomas, S. P. D. Mangles, S. Baner-
jee, S. Corde, A. Flacco, M. Litos, D. Neely, J. Vieira,
Z. Najmudin, R. Bingham, C. Joshi, and T. Katsouleas,
Plasma Physics and Controlled Fusion 56, 084015 (2014).
[4] J. J. Rehr and R. C. Albers, Rev. Mod. Phys. 72, 621
(2000).
[5] F. Dorchies, F. Festa, V. Recoules, O. Peyrusse,
A. Benuzzi-Mounaix, E. Brambrink, A. Levy, A. Rava-
sio, M. Koenig, T. Hall, and S. Mazevet, Phys. Rev. B
92, 085117 (2015).
[6] F. Dorchies, V. Recoules, J. Bouchet, C. Fourment, P. M.
Leguay, B. I. Cho, K. Engelhorn, M. Nakatsutsumi,
C. Ozkan, T. Tschentscher, M. Harmand, S. Toleikis,
M. Sto¨rmer, E. Galtier, H. J. Lee, B. Nagler, P. A.
Heimann, and J. Gaudin, Phys. Rev. B 92, 144201
(2015).
[7] M. Harmand, A. Ravasio, S. Mazevet, J. Bouchet, A. De-
noeud, F. Dorchies, Y. Feng, C. Fourment, E. Galtier,
J. Gaudin, F. Guyot, R. Kodama, M. Koenig, H. J.
Lee, K. Miyanishi, G. Morard, R. Musella, B. Nagler,
M. Nakatsutsumi, N. Ozaki, V. Recoules, S. Toleikis,
T. Vinci, U. Zastrau, D. Zhu, and A. Benuzzi-Mounaix,
Phys. Rev. B 92, 024108 (2015).
[8] M. Z. Mo, Z. Chen, S. Fourmaux, A. Saraf, K. Otani,
J. C. Kieffer, Y. Y. Tsui, A. Ng, and R. Fedose-
jevs, Review of Scientific Instruments 84, 123106 (2013),
http://dx.doi.org/10.1063/1.4842237.
[9] S. H. Glenzer, G. Gregori, R. W. Lee, F. J. Rogers, S. W.
Pollaine, and O. L. Landen, Phys. Rev. Lett. 90, 175002
(2003).
[10] U. Zastrau, C. R. D. Brown, T. Do¨ppner, S. H. Glen-
zer, G. Gregori, H. J. Lee, H. Marschner, S. Toleikis,
O. Wehrhan, and E. Fo¨rster, Journal of Instrumenta-
tion 7, P09015 (2012).
[11] U. Zastrau, A. Woldegeorgis, E. Fo¨rster, R. Loetzsch,
H. Marschner, and I. Uschmann, Journal of Instrumen-
tation 8, P10006 (2013).
[12] E. Garc´ıa-Saiz, F. Y. Khattak, G. Gregori, S. Bandy-
opadhyay, R. J. Clarke, B. Fell, R. R. Freeman, J. Jeffries,
D. Jung, M. M. Notley, R. L. Weber, L. van Woerkom,
and D. Riley, Review of Scientific Instruments 78, 095101
(2007), http://dx.doi.org/10.1063/1.2783773.
[13] H. Legall, H. Stiel, M. Schnu¨rer, M. Pagels, B. Kan-
ngießer, M. Mu¨ller, B. Beckhoff, I. Grigorieva,
A. Antonov, V. Arkadiev, and A. Bjeoumikhov, Jour-
nal of Applied Crystallography 42, 572 (2009).
[14] G. Ice and C. S. Jr., Nucl. Instrum. Methods Phys. Res.
A 291, 110 (1990).
[15] Optigraph GmbH, “Conventional graphite monochroma-
tors,” http://www.optigraph.eu/hopg.html (2017).
9[16] L. von Hamos, Ann. Phys. 17, 716 (1933).
[17] A. Pak, G. Gregori, J. Knight, K. Campbell, D. Price,
B. Hammel, O. L. Landen, and S. H. Glenzer,
Review of Scientific Instruments 75, 3747 (2004),
http://dx.doi.org/10.1063/1.1788870.
[18] A. K. Freund, A. Munkholm, and S. Brennan, Proc.
SPIE 2856, 68 (1996).
[19] F. G. Desforges, B. S. Paradkar, M. Hansson, J. Ju,
L. Senje, T. L. Audet, A. Persson, S. Dobosz-Dufre´noy,
O. Lundh, G. Maynard, P. Monot, J.-L. Vay, C.-G.
Wahlstrom, and B. Cros, Physics of Plasmas 21, 120703
(2014), http://dx.doi.org/10.1063/1.4903845.
[20] A. Higginbotham, S. Patel, J. A. Hawreliak, O. Ciri-
costa, G. W. Collins, F. Coppari, J. H. Eggert,
M. J. Suggit, H. Tang, and J. S. Wark, Re-
view of Scientific Instruments 85, 033906 (2014),
http://dx.doi.org/10.1063/1.4867456.
[21] CELLS, “Alba beamline commissioning,” https://
intranet.cells.es/Beamlines/CLAESS (2016).
[22] Brookhaven national lab, “Mail-in exafs service,” https:
//www.bnl.gov/ps/x18b/service.asp (2016), accessed:
2017-01-13.
[23] S. W. Smith, California Technical Pub, ISBN: 0-9660176-
3-3 (1997), ch.25.
